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Polyether-ether-ketone (PEEK) is an alternative to metal alloys in orthopaedic applications.
It gives signiﬁcant advantages including excellent mechanical properties and non-toxicity.
In this work, a set of specimens with different notched radii were selected to examine the
effect of triaxial state of stress on the fracture behavior of PEEK. Fractographic analysis via
scanning electron microscopy (SEM) and energy-dispersive X-ray spectroscopy (EDX)
further elucidated the fracture micromechanisms. Distinct fracture patterns were identi-
ﬁed under different stress triaxialities. In addition, the microstructural inclusion properties
in PEEK specimen such as inclusion size and chemical composition were analysed and
determined. Finite element simulations were carried out to evaluate the correlation of
observed fracture characteristics with different stress triaxialities.
& 2016 The Authors. Published by Elsevier Ltd. This is an open access article under the CC
BY license (http://creativecommons.org/licenses/by/4.0/).1. Introduction
Implants engineering has emerged as a scientiﬁc ﬁeld distinct
from the evolution of medical sciences and tissue engineering.
Implants materials commonly used in clinic surgeries mainly
include metals, ceramics, polymers and its composites. In the
past decades, metallic materials, such as titanium (Ti) alloy
(Diefenbeck et al., 2011), stainless steel (Agarwal et al., 2015),
and shape memory alloy (NiTi) (Poon et al., 2005) have been
widely used in implant engineering. Principally, metallic
materials have favourable mechanical strength, excellent fric-
tion resistance and non-toxic properties. However, there are
also limitations of metallic systems which hinder theirElsevier Ltd. This is an o
).
(H. Ou).universal acceptance in medical applications. Firstly, the
strength and elastic modulus of metal and its alloys are much
higher than those of human bone tissues. For example,
stainless steel and titanium-based alloys have much higher
Young's modulus (more than 100 GPa) than that of bone
structure which is in the range of 10–30 GPa. This big differ-
ence of Young's modulus between the metallic implants and
human bone can cause stress shielding effect on the peri-
implant bones loss and even result in adsorption of adjacent
bone tissues and cause prosthetic loosening. The other issue is
that the radiopacity of metals limits the ability to examine the
patient by X-ray computed tomography (CT) and magnetic
resonance imaging (MRI) (Kurtz and Devine, 2007). As forpen access article under the CC BY license
Table 1 – Material properties of PEEK 450G.
Mechanical
properties
Thermal properties
Elastic modulus (GPa) 4.0 Thermal conductivity (W/mK) 0.25
Poisson's ratio 0.38 Speciﬁc heat (J/kg K) 2180
Density (kg/m3) 1310 Glass transition temperature
(K)
425
Yield stress (MPa) 110 Melting temperature (K) 616
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advanced ceramic biomaterials in the past two decades.
Bioactive ceramics exhibit favourable non-toxicity and corro-
sion-resistance, good biocompatibility and bioactivity. How-
ever, the mechanical properties of ceramics biomaterials,
including low fracture toughness and ductility, high elastic
modulus and brittleness, present a considerable challenge for
meeting the demands of the load-bearing applications
(Taskonak et al., 2006).
PEEK belongs to a class of materials known as two-phase
semi-crystalline polymer, consisting of an amorphous phase
and a crystalline phase. Following the conﬁrmation of its
biocompatibility two decades ago (Williams et al., 1987), poly
(ether-ether-ketone) (PEEK) and its composites (Akay and Aslan,
1996; Meenan et al., 2000) such as carbon ﬁbber reinforced (CFR)
and hydroxyapatite (HA) ﬁlled and/or HA coated PEEK have
attracted signiﬁcant attention in using it for orthopaedic,
trauma, and spinal implants in recent years (Kurtz and
Devine, 2007). Compared with traditional metallic and ceramic
implants, PEEK has several attractive properties. On the one
hand, PEEK and its composites are radiolucent to X-rays. On the
other hand, they have shown appropriate biocompatibility and
comparable elastic modulus (3–4 GPa) to human bone struc-
tures, which is beneﬁcial for the elimination of the extent of
stress shielding that is often observed in titanium-based metal-
lic implants. Therefore, PEEK and its composites are becoming
more widely used as implant materials in orthopedics (https://
www.victrex.com; Kurtz, 2012; Kayvon, 2013; Evans et al., 2015;
Shimizu et al., 2016). Up to now, a number of experimental
researches have been carried out to investigate the clinical
performance of PEEK as a biomaterial for orthopedic, trauma,
and spinal implants (Toth et al., 2006; Kim et al., 2009). Recently,
Kurtz and Devine (2007) critically reviewed the biocompatibility
and in vivo stability of PEEK, and gave an overview of the clinical
applications of PEEK.
The assessment of the failure behavior of material plays a
critical role in satisfying the fundamental needs for medical
applications. Components can fail for a variety of reasons
(Donald, 2013). Among these reasons, failure by fracture often
originates from stress concentration under cyclic, static and
impact loading. Therefore, the fracture properties of PEEK are
of a great interest and importance leading to considerable
attention in this ﬁeld. In the past decade, investigations on the
fracture properties of PEEK and its composite have been
carried out (Chu and Schultz, 1989; Hamdan and Swallowe,
1996; Rae et al., 2007; Sobieraj et al., 2009, 2010; Berry et al.,
1994; Mariconda et al., 2000; Garcia-Gonzlez, et al. 2015;
Simsiriwong et al., 2015). A mechanism for defect-induced
microcracks in the high stress concentration region near the
crack tip due to the inclusion of impurities for PEEK was
proposed by Chu and Schultz by using the impact tension test
and scanning electron microscopy observation for the ﬁrst
time (Chu and Schultz, 1989). Rae et al. (2007) extensively
investigated the mechanical properties of PEEK by using
compressive and tensile experiments, and found that para-
bolic features and river markings are typical patterns for
the fracture behavior of PEEK. And they pioneered to establish
the qualitative relationship between the typical patterns and
the crack tip, the growth direction of crack and the deforma-
tion temperature. Sobieraj et al. (2009, 2010) studied the fatiguebehaviour and the fracture behaivor of pure PEEK by using
circumferentially grooved round bar specimens. They thought
that notching plays a key role in reducing the maximum true
axial stress and maximum true axial strain, and they also
determined the stress-life (S-N) behaviour of PEEK in the
presence of stress concentration for the ﬁrst time. But the
research work by Rae et al. (2007) and Sobieraj et al. (2009,
2010) did not consider the effects of second phase impurities/
inclusion on the initiation of fracture. Recently, Simsiriwong
et al. (2015) analysed the effects of inclusions on fatigue life of
PEEK, and established a microstructure sensitive fatiguemodel
to predict the fatigue life of PEEK. In general, these studies
gave detailed insights into the fracture properties of PEEK at
both room and elevated temperatures. Based on these studies,
several concrete suggestions have been offered on how to
utilize PEEK in orthopaedic components (Rae et al., 2007;
Sobieraj et al., 2009, 2010).
However, little attempt has been made to investigate the
effect of stress concentration and inclusion on the fracture
behavior of PEEK. As implant components tend to fail under
static or repetitive loading due to stress concentration, an
important implant design consideration is to achieve a long-
term reliable performance under varied loading conditions.
Although recent research has been reported in looking into
orthopaedic fracture occurrence due to stress concentration
along the rims of total disk replacements (Berry et al., 1994)
and in noncruciate-sparing tibial components (Mariconda
et al., 2000), there is a clear need for more detailed study of
PEEK fracture in the presence of stress concentration.
Furthermore no research has been conducted on the relation-
ship between fracture patterns and stress triaxiality. There-
fore, the objective of this study was to investigate the fracture
behavior of PEEK under different stress states by using both
notched as well as smooth specimens. Scanning electron
microscopy (SEM) and ﬁnite element (FE) simulations were
employed to characterise the fracture behaviors of PEEK.
The primary chemical compositions of the inclusions were
obtained by using an energy-dispersive X-ray spectroscopy
(EDX) analysis.2. Experiments
2.1. Material description
In this study, PEEK 450G extruded natural rod (Röchling
Group, Germany) was used in testing. The diameter of the
bar is 8mm. Mechanical and thermal properties of the
material are given in Table 1. The crystallinity (fraction in
mass) calculated from density is 38% (Bas et al., 1995).
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In order to obtain different stress triaxialities, two groups of
experiment were carried out. Group Ι includes axisymmetric
notched specimens with the geometry and dimensions spe-
ciﬁed in Fig. 1a. The axisymmetric notched specimens were
machined with notched radii of 0.5 mm, 1.0 mm, 2.0 mm and
4.0 mm. As shown in Fig. 1b, group Π is composed by tensile
tests of axisymmetric smooth specimens.
The initial stress triaxiality (s) for axisymmetric
rounded specimens can be obtained from the following
equation (Bridgman, 1952):
s ¼ 1
3
þ ln 1þ r
2R
 
ð1Þ
where r is the radius in the minimum cross section area of
the specimen and R is the notch radius. The axisymmetric
specimens provide different initial stress triaxialities by
means of changing the initial notch radius.Fig. 1 – Geometry and dimensions of (a) axisymmetric notched sp
and (b) smooth axisymmetric specimens.Assuming volume conservation, equivalent plastic strain
can be obtained as a function of the cross section area or
diameter as follows:
εp ¼ 2 ln d0
d
 
¼ ln A0
A
 
ð2Þ
where subscript “0” means initial value before deformation. In
the uniaxial tensile test, the value of the axial strain is equal to
the equivalent plastic strain. Thus equivalent plastic strain to
fracture (εpfracture) can be calculated by substituting d or A in Eq.
(2) for dfracture and Afracture, which are theminimum cross section
diameter and area of the fracture specimen, respectively.
2.3. Testing methods
As shown in Fig. 2, the notched specimens were clamped
between grips, and the tensile tests were carried out by using
an INSTRON servo hydraulic universal testing machine. The tests
were conducted at room temperature under a strain rate of
0.1 s1. The specimens were instrumented with a video gauge toR0.5 R1 R2 R4
ecimens (R¼0.5 mm, R¼1.0 mm, R¼2.0 mm and R¼4.0 mm)
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the experiments were repeated twice.
After tensile tests, the fractured specimens were cut to a
length of about 15mm by an alloy wheel cutting machine. The
sectioned specimens were polished down to 12mm to make
sure the bottom surface of specimen as ﬂat as possible by using
240-grit and 400-grit SiC papers. Then the specimens were
sticked onto a plate for coating to keep good electrical con-
ductivity for SEM investigation. Finally, fracture patterns and
inclusions were investigated by using a Philips (FEI) XL 30 SEM.3. Results and discussion
3.1. Load-displacement curves
Fig. 3 contains four black and white images which show the
evolution of the specimen with notched radius of 4 mmFig. 3 – Stages of deformation in a notched specimen: (a) beginn
the necking and (d) complete the fracture.
Fig. 2 – Schematic of the tensile teduring the tensile test. It can be found that, when the
specimens start necking (Fig. 3b), the circular notch shape is
distorted. Signiﬁcant necking took place in the notched
specimen with propagation of the neck sometimes extending
throughout the entire gauge length (Fig. 3c).
Load–displacement curves of notched specimens are given
in Fig. 4. The load–displacement curves reveal that there is a
dramatic decrease in the applied load once necking occurs,
with the load remaining constant during propagation of the
fully formed neck. At the onset of fracture, there is a slight
dip in the load curve prior to rupture. As shown in Fig. 4, it
can be found that the equivalent plastic strain to failure
decreased remarkably with the decrease of notched radii.
This suggests that the accumulation of plastic strain until the
specimen's fracture was clearly geometry-dependent. It was
noted that the amount of plastic strain necessary to fracture
a notched specimen is decreased when a smaller notch
radius is used.ing of the testing, (b) onset of the necking, (c) propagation of
st by using INSTRON. Machine.
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Fig. 4 – Load–displacement curves from notched axisymmetric specimens with radii of (a) 4.0 mm, (b) 2.0 mm, (c) 1.0 mm and
(d) 0.5 mm.
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radii at relatively low magniﬁcation. The most interesting
observation from the test is that the fracture patterns are
distinctively repeatable for different notched specimens. This
suggests that the stress triaxiality plays a key role in determin-
ing the fracture behavior of PEEK. In the following section
more detailed discussion is provided on the fracture patterns
under different stress triaxiality states.
3.2. SEM observation of smooth specimen
The fracture mechanisms of PEEK associated with different
stress triaxialities were further evaluated by using SEM andEDX on the fracture morphologies of the failure specimens. For
the smooth specimen group, as can be seen in Fig. 6, the
fractures initiated in the interior of the specimen (Fig. 6a). The
mechanism of fracture initiation depends primarily on void
coalescence. Regardless of consecutive regions of fracture
initiation (Fig. 6a), the main fracture pattern includes a region
of crack growth (Fig. 6b), followed by a region of striations
(Fig. 6c and d), with the striations becoming closer together as
the distance from the initiation site increases. Finally, there is
a transition region (Fig. 6e) to a fast fracture region (Fig. 6f).
From Fig. 6, it is obvious that the entire fracture surface at low
magniﬁcation looks very much like a circular shape, which
suggests uniform propagation in all directions. These parabolic
Fig. 5 – Representative macroscale fracture surfaces of PEEK notched specimens.
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regions of high stress concentration, although it is not directly
correlated to the crack-tip plastic zone (Chu and Schultz, 1989;
Rae et al., 2007).3.3. SEM observation of notched specimens
As shown in Fig. 7, the fracturemicomechanism changed greatly
with a notched radius of 0.5 mm. It is clear that void coalescenceFig. 6 – SEM fractograph of a smooth specimen. Zoomed in views
critical ﬂow/crack initiation, b) slow crack growth, c and d) stria
Fig. 7 – SEM fractograph of a notched specimen with a radius of 0
the main fractograph: a) large parabolic feature (P), b) critical cra
patchwork morphology indicative of crazing, f) fast fracture regi
morphology indicating fracture through crazes (C). (For interpret
referred to the web version of this article.)(Fig. 7-V) is ahead of the fast fracture region (Fig. 7f). It is worth
noting that parabolic features were observed close to the edge of
the fracture plane (Fig. 7a). As for parabolic features, the main
fracture pattern includes critical crack initiation (Fig. 7b) and
drawn ﬁnger-like morphology (Fig. 7c). Compared with the
parabolic patterns obtained from smooth specimen, no ﬁne
striations zone was observed. Karger-Kocsis and Friedrich
(1986) reported characteristic striations representative of plastic
ﬂow. It indicates that the deep notched specimens with a radiusof the labelled regions surrounding the main fractograph: a)
ted regions, e) a transition region, f) fast fracture region.
.5mm. Zoomed in views of the labelled regions surrounding
ck initiation, c) drawn ﬁnger-like morphology, d and e) the
on (FF). Regions of void coalescence (V), pathchwork
ation of the references to color in this ﬁgure, the reader is
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fracture patterns are consistent with other studies where, crack
initiation took place due to the void coalescence. Accompanied
with the crack proceeding inward, the regions of patchwork
morphology appeared (Fig. 7d and e). As shown in this ﬁgure by
using the dashed arrows, this process is also consistent with
crack growth through crazes. It is clear that these patches
became ﬁner and more numerous in the direction of crack
advance. Finally, in the central location of the notched speci-
men, there was a region of fast fracture (Fig. 7f).
The SEM images and EDX analysis of a notched sample with
inclusion are shown in Fig. 8. A pink box in Fig. 7a denotes the
area for the EDX analysis with an individual inclusion observed.
The shape of the inclusion varies between rectangular-like andFig. 8 – SEM image and EDX analysis: (a) SEM image of inclusion
inclusion and (c) the matrix close to the inclusion zone.
Fig. 9 – SEM fractograph of a notched specimen with a radius of 1
drawn ﬁnger-like morphology. (For interpretation of the referen
version of this article.)diamond-like with intermediate shapes in between. The size of
the inclusion is about 1.5 μm. And the chemical composition of
the inclusion is as following (wt%): 41.19% of oxygen, 21.26% of
carbon, 22.95% of calcium and 14.59% of magnesium. It was also
found that the surface area of a PEEK sample with no inclusion
generally consists of 77.34% of carbon and 22.66% of oxygen by
weight as reported in Fig. 8.
Fig. 9 shows the fracture plane under the notched radius
of 1.0 mm. It is obvious that large parabolic features are a
typical pattern (Fig. 9P). Many dispersed ﬂakes can also be
observed in the parabolic regions. From Fig. 9 (P-1 and P-2), it
is worth noting that the parabolic shape becomes larger with
increased number of dispersed ﬂakes. Fig. 10 shows the SEM
images and EDX analysis report of 1.0 mm notched specimen., EDX analysis showing (b) the chemical composition of the
.0 mm: (a) dispersed ﬂakes in the parabolic region and (b) the
ces to color in this ﬁgure, the reader is referred to the web
Fig. 10 – SEM image and EDX analysis: (a) SEM image of the ﬂake, EDX analysis showing (b) chemical composition of the ﬂake
and (c) the matrix close to the ﬂake zone.
Fig. 11 – SEM fractograph of a notched specimen with a radius of 2.0 mm.
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analysis performed. As shown in this ﬁgure, the chemical
composition of the ﬂake (73.90% of carbon and 26.10% of
oxygen) was found to be comparable to that of matrix
material (76.89% of carbon and 23.11% of oxygen). It is worth
mentioning that these values are very much similar to the
results obtained in Fig. 8c.
Figs. 11 and 12 show the fracture surface with notched
radii of 2.0 mm and 4.0 mm, respectively. It is found that the
fracture patterns are very similar to the ﬁndings of the
smooth specimen as shown in Fig. 6. Fig. 13 also gives the
SEM images and EDX analysis report of the notched sample
with a radius of 4.0 mm. The pink box indicates the area of
the EDX analysis performed (Fig. 12a). The chemical composi-
tion of the inclusion is as following (wt%): 11.92% of oxygen,
22.89% of carbon, 10.84% of chromium and 54.35% of ferrum.
It is worth noting that these values are quite different fromthe results obtained in Fig. 8c. It means that different types of
inclusions exist in the material.
3.4. SEM observation in comparison with FEM simulation
Fig. 14 shows the stress state of the notched specimens under
tensile conditions. By using Eq. (1), the stress triaxiality with
different notch radii can be also calculated as show in Fig. 14.
It is clear that the value of stress triaxiality decreases greatly
when the notched radius increases from 0.5 mm to 4.0 mm.
Based on the above SEM investigations, it is clear that the
stress triaxiality has a great effect on the fracture behavior of
PEEK. To get an insight into the effect of stress concentration
with different notched radii, numerical simulations of the
tensile tests of axisymmetric notched specimens were carried
out with ABAQUS/Explicit v6.13.
It is common knowledge that the change over from elastic
state to plastic state is characterised by the yield strength of the
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been conﬁrmed to be the result of microscopic void nucleation,
growth and coalescence (Brinson, 1970). Usually, ductile fracture
of materials develops in three stages: during the ﬁrst stage,
when the matrix/particle interface stress has been elevated to
the level where the particles either crack or de-bond from the
matrix, the nucleation of micro-voids initiates at inclusions and
second phase particles in matrix. In the second stage, it involves
the dilatational and extensional growth of the micro-voidsFig. 12 – SEM fractograph of a notched specimen with a radius o
ﬁgure, the reader is referred to the web version of this article.)
Fig. 13 – SEM image and EDX analysis: (a) SEM image of inclusio
inclusion and (c) the matrix close to the inclusion zone.under the combined action of the applied triaxial stress condi-
tion and plastic strain. The ﬁnal stage consists of the coales-
cence of micro-voids followed by the failure of the inter-void
matrix, across a sheet of micro-voids, due to microscopic
necking and localized plastic failure (Gdoutos, 2002; Sherry
et al., 2008). It can be concluded that the von Mises/equivalent
stress along the minimum cross section at the yield point plays
a key role in determining the micro fracture behavior of the
material. Therefore the von Mises/equivalent stress distributionf 4.0 mm. (For interpretation of the references to color in this
n, EDX analysis showing (b) the chemical composition of the
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ﬁrstly investigated by FE simulation. Fig. 15 shows the change of
the von Mises/equivalent stress with deformation time steps at
different nodal positions along the minimum cross section with
notched radius of 0.5 mm. As can be seen in Fig. 15, it is easilyFig. 14 – Equivalent plastic strain to fracture with the change
of stress triaxiality.
Fig. 15 – Mises stress with time for the notched specimen with
sample, and N16 locates at the edge of the sample.found that the nodal positions of the minimum cross sections
change from elastic to plastic deformation gradually. The sur-
face of the notched region (N16 with Black Square in Fig. 15)
becomes plastically deformed ﬁrstly and the centre of the
specimen (N01 with purple vertical dash in Fig. 15) is the last
to fall into the region of plastic deformation. It indicates that the
nucleation of micro-void may ﬁrstly take place close to the
surface of the notched specimen, and followed by the growth of
the crack into the central region. As can be seen in Fig. 7, it is
obvious that the crack-tip appears along the edge of the fracture
surface. Fig. 16 gives the von Mises/equivalent stress distribu-
tions in the minimum cross section of notched specimens at
yield point by FE simulation. At the same time, the difference of
the Mises/Equivalent stress (seq) and nominal stress (snom) are
illustrated. In this study, the nominal stress is calculated by
using the following equation,
snom ¼ 1N
XN
i ¼ 1
sieq ð3Þ
As can be seen in Fig. 16, the difference between the von
Mises/equivalent stress and nominal stress decreases greatly
when the notched radius increases from 0.5 mm to 4.0 mm.
The FE simulation results shown in Fig. 16, combined with
previously SEM investigations given in Fig. 5, are used to
determine the effect of stress state on fracture behavior/a radius of 0.5 mm. N01 locates at the central of the notched
Fig. 16 – The difference between the Equivalent stress/Mises stress and Normalised stress at the yield point for notched radii
of (a) 0.5 mm, (b) 1.0 mm, (c) 2.0 mm and (d) 4.0 mm. And the FM simulation results for the distribution of Mises stress.
j o u r n a l o f t h e m e c h a n i c a l b e h a v i o r o f b i o m e d i c a l m a t e r i a l s 6 4 ( 2 0 1 6 ) 1 7 3 – 1 8 6184
j o u r n a l o f t h e m e c h a n i c a l b e h a v i o r o f b i o m e d i c a l m a t e r i a l s 6 4 ( 2 0 1 6 ) 1 7 3 – 1 8 6 185fracture patterns of PEEK. Notched specimens with radii of
0.5 mm and 1.0 mm generate relative high stress triaxialities
and high von Mises/equivalent stress gradient along the
minimum cross section. This stress state has a clear effect
to the nucleation, growth and coalescence of micro-voids
from the edge of the specimen towards the centre. Notched
specimens of radii of 2.0 mm and 4.0 mm cause relative low
stress triaxialities and low von Mises/equivalent stress gra-
dient along the minimum cross section. Hence it leads to
more uniform nucleation, growth and coalescence of micro-
voids as well as larger parabolic features as shown in Fig. 5.
Basic stress analysis calculations assume that the compo-
nents are smooth and have a uniform section and no
irregularities. In the design of implants by using PEEK they
have at least minimal changes in section/shape. For example,
PEEK transpedicular screw threads can change the stress
distribution (Reinhold et al., 2007). Such discontinuities cause
a local increase of stress, referred to as stress concentration
which may cause the occurrence of fracture at early stage for
the application of PEEK implants. Therefore, it is necessary to
reduce stress concentration in PEEK implants design. The
following methods can be used to reduce the stress concen-
tration: i) using a number of small notches rather than a long
one if a notch is unavoidable, ii) using stress-relieving
grooves and iii) using narrow notches rather than wide
notches if a projection is unavoidable (Pilkey and Pilkey,
2008). In recent years, with PEEK and related formulations
being widely used into implant components (Evans et al.,
2015; Steinberg et al., 2013), it is desirable for implant
designers to think carefully about how this material behaves
in terms of static and cyclic loading, particularly in the
presence of stress concentrations. The ﬁndings from this
study by the evaluation of macroscale and microscale of
fractographs and FE results conﬁrm the need for careful
consideration in implant design by using PEEK.
Thermal aging has an apparent effect to crystallinity,
crystallized structure and hence mechanical and tribological
properties of PEEK material (Sınmazçelik and Yılmaz, 2007).
Experimental results indicate that crystal growth and perfec-
tion process are in operation for short aging times at relative
low temperatures. For higher aging temperature, initial aging
promotes rapid crystal growth. Without consideration of aging
effect, Therefore, it is intended to investigate the aging effect
to the fracture characteristics of PEEK under different stress
triaxialities.4. Conclusions
Fracture behaviors of PEEK at different stress triaxialities
were investigated by using tensile test of specimens with
four different notched geometries and a smooth one. The
typical fracture patterns and inclusions were analysed by
using SEM and EDX. It is found that the stress triaxiality is the
key parameter controlling the magnitude of the fracture
strain for PEEK. Distinctive fracture patterns are observed
(clearly shown in Fig. 5) at different notch conditions. It is
proved that the failures initiated at randomly distributed
weaker nucleation points due to inclusions, but the growth
and coalescence of micro-voids are very much depends onthe stress state. The ratio of seq and snom can be used as a key
indicator to evaluate the discontinuity of the implant design
for PEEK. It is important to carefully consider the location
when utilizing PEEK as an orthopaedic component for
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